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Lockheed Environmental Systems & Technologies Co. : -

Lockheed Analytical Services :

975 Kelily Johnson Drive Las Vegas, Nevada 89119-3705 -

Telephone 702-361-0220 800-582-7605 Facsimile 702-361-8146 A

LOCKHEED MA n'ruv;f/

November 25, 1996

Ms. Joan Kessner

Bechtel Hanford, Inc.

3350 George Washington Way
MISN B1-35

Richland, WA 99352

RE: Log-in No.: L8229
Quotation No.: Q400000-B
SAF No.: B97-023
Document File No.: 1030596
BH! Document File No.: 411 :
SDG No.: LK8229 -

The attached data report contains the analytical resuits of samples that were submitted to
Lockheed Analytical Services on October 30, 1996. The temperature of the cooler upon
receipt was 2°C. Sample containers received agree with the chain-of-custody documentation.
All sample containers were received intact. Samples were received in time to meet the
analytical holding time requirements. : :

The case narratives included in the following attachments provide a detailed description of all
events that occurred during sample preparation, analysis, and data review specnfrc to the
samples and analytical methods requested.

A list of data qualifiers, chain-of-custody forms, sample receiving checklist, and log-in report
are also enclosed representing the samples received within this group. -

If you have any questions concerning the analysis or the data please call Mary Wolf at (702}
361-39585, extension 311. If you are unable to contact the client services representative,
please call Mary B. Ford, client services manager, at extension 326.

"l certify that this data package is in compliance with the SOW, both tachnlcaily and for
completeness, for other than the conditions detailed above. Release of the data contained in
this hard copy data package has been authorized by the Laboratory Manager. or a designee,
as verified by the following signature.”

Sincerely,

"

Mary K. Wolf _
Client Services Representative

: ; : nanng
cc: Client Services : '_@- 83
Document Control

AZLA, [SO/EC Guide 25, Section §3.2; The following results relate only to those samplea teated. This report shall not be reproduced cxccpt in full, wuhaut the
written Approval of LAS,




Lockheed Analytical Services

Log-in No,: L8229

Quotation No.: Q400000-B

SAF No.: B97-023

Document File No.: 1030596
BHI Document File No.: 411

CASE NARRATIVE
INORGANIC NON METALS ANALYSES

SDG No.: LK8228
Page: 2

The routine calibration and quality control analyses performed for this batch inciude
as applicable: initial and continuing calibration verification, initial and continuing

calibration blanks, method blank(s),

(predigestion) sample(s). duplicate sample(s).

Preparation and Analysis Requirements
L One water sample was received for LK8229 and analyzed in batch 1030 bh for
selected analytes to be analyzed in client-specified order as requested on the
Quality control analysis was performed on the following

chain of custody.

laboratory control sample(s), matrix spike

samples:
Client ID LAL # Method
BOJCS9 | 1.8229-3 DUP, 300.0 Nitrate-Nitrogen
MS

Holding Time Requirements

L] The sample was received and analyzed outside of the method- speclflc holding
time. The associated sample is flagged with an "H".

Method Blanks
] The concentration levels of all the requested analytes in the method blank were
below the reporting detection limits.

Internal Quality Control

L All Internal Quality Control were within acceptance limits.

Kay McCann
Prepared By

Date

November 6, 1996
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Page: 3

CASE NARRATIVE -
INORGANIC TOTAL URANIUM ANALYSES

The routine catibration and quality control analyses performed for this batch include as
applicable: instrument calibration, initial and continuing calibration verification, quench
monitoring standards, instrument background analysis, method blanks, yield tracer,
laboratory control samples, matrix spike sampies, and matrix spike duplicate samples.

Preparation and Analysis Requirements

All samples were received on October 30, 1996. The sampies were logged ir"as
L8229 and were prepared and analyzed in batch 1029 bt. :

Holding Time Requirements

All holding time requirements were met.

Total Uranium

The Total Uranium analysis was performed using LAL-91-SOP-0168. All samples were
prepared in Workgroup U TOTAL KPA LAL-0168 43099 with a Method Blank (MBB1},
Laboratory Control Sample (LCS1), Duplicate (DUP1) and Matrix Spike (MS1). No

problems were encountered during preparation or analysis. AH QC criteria were met
and no reanalysis was performed.

Shellee McGrath November 20, 1996
Prepared By Date
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CASE NARRATIVE
RADIOCHEMISTRY ANALYSES

The routine calibration and quality control (QC) analyses performed for this batch include as
applicable: instrument calibration, initial and continuing calibration verification, quench
monitoring standards, instrument background analysis, method blanks, yield tracer, laboratory
control samples, matrix spike samples, and duplicate samples.

NOTE: Chemical recoveries and minimum dstectable activities (MDAs) can be found on the
preparation sheets and calculation sheets on the attached raw data for each method.

Holding Time Requiremeants

All holding time requirements were met.
Gas Proportional Counter

Analytical Method Strontium-80

The strontium-80 analysis was performed using standard operating procedure (SOP), LAL-91-
SOP-0065. The samples were analyzed in workgroups 43149 and 43582. The samples in
workgroup 43149 were re-analyzed in workgroup 43582 due to out-of-criteria laboratory
control sample (LCS} and matrix spike {(MS) recoveries. No analyses from workgroup 43149
were reported. The instrument calibration verification met criteria. The method blank was
within QC criteria. The LCS and MS recoveries were within QC criteria.  The duplicate (DUP)
recoveries were within QC criteria. No other re-analyses were performed.

Liquid Scintillation Counter

Analytical Method Technetium-99

The technetium-99 analysis was performed using SOP, LAL-91-SOP-0169. The samples were
analyzed in workgroup 43151. The instrument calibration verification met criteria. The
method blank was within QC criteria. The LCS and MS recoveries were within QC criteria.

The DUP recoveries were within QC criteria. The quench value was within curve limitations.
No re-analyses were performed. '

BaRoan
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Document File No.: 1030596
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Page! §

Analytical Method Tritium

The tritium analysis was performed using SOP, LAL-91-SOP-0066. The samples were
analyzed in workgroup 43158, The instrument calibration verification met criteria. The
method blank was within QC criteria. The LCS and MS recoveries were within QC criteria.
The DUP recoveries were within QC criteria. The quench value was within curve limitations.
No re-analyses were performed. -

Andrea Tippett November 24, 1996
Prepared By Date
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Bechtel Hanford Inc. CHAIN OF CUSTODY/SAMPLE ANALYSIS REQUEST B97-023-51 [P 1 of |
Collector lCompany Contact Telephont No. |Pm ject Coordinator Data Turnaround
) FM ”3 oy Jane Borghese (509) 373-4790 Koemer, CC 45 Days
r?mje& Designation / Sampling Location SAF No.
Pre-Startup Sampling for 100-HR-3 Interim Action Monitering 160 Hand 100 D B97-023
fce Chest No. Fledd Logbook No. Method of Shipment
pped To 10fEsite Property No. _ [Bill of Lading/alr Bill No.
Lockheed \W17- 0000 271163U S0
[POSSIBLE SAMPLE HAZARDS/REMARKS Prescrvation None Hone CoddC 103 lopH | HCliopH < [ HNOYiopH
Type of Contataer d G i F P P
No. of Container(s) ! ! ! ! 4 N
PSpechl Handling and/or Storage Vv 20ml 500ml 500em1 500mi 1000ml 1000m)
Maintain samples betwveen 2 degrees C and § degrees C clume
Actvry Scan | Tobtam -H3 | IC Ateoos - Totad Uearoum § Technctuan-99]  Strontum-
3000 £9.90 ~ Total
SAMPLE ANALYSIS e o
Sample No. Matrix * Sample Date Sample Time
BOJCSI Water D-2g 76 }12-T o
SPECIAL INSTRUCTIONS Matrix*
CHAIN OF FOSSESSION oo Sign/Print Names ** The ERC Contratior acknowlodges the 48-hour helding time for nitrate is not likcly achievable S - Sal
- v ! SE -
o T ;;,-"7/',. DacTime 73 OO0 SO - Sobd
19 Bzt \bow | I0AaM00, o \o 209diipdde) Bodittn ro2y5¢ .
R eleadshad B ,‘,4" CH72. DucTok oPsher ARectived By Date/Time o =-oi
W ; Tk
Gl (ALY LA C-2F-F DS = DrumSobds
Relinauished i L = Drumli
By - DateTime By Deie/Tsme . \ T - Tmm
- ’ Wl = Vipe
O Relinqushed By b Dase/Time Received By Beie/Time "; - };‘M
6] w X - Oha
!
LABORATORY [ReccivedBy ~vp O Q v Tuke Daclime —,
| et o 7722 S A T30
“COV[FINAL SAMPLE | Disposal et IDhsposed By Dwiz/Trne
6\ PISPOSTTION




LOCKHEED ANALYTICAL SERVICES

Sample Results

Client Sample ID: BOJCSS Date Collected: 28-0CT-96
Matrix: Date Received: 30-0CT-96
Percent Solids:
Constituent uUnits Method | Result | Project Data Date LAS LAS
Reporting| Qualifier(s) | Anatyzed | 8atch{ID |[Sample}ID
Limit
Nitrate-N mg/L 300.0 1.5 0.020 ] 31-0CT-96 43042 L8229-3
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LOCKHEED ANALYTICAL SERVICES

RADIQOCHEMISTRY DATA REPORT

Account Name: Bechtel Hanford, Inc. * Richland, WA

Project Name: BECHTEL-HANFORD

Project Desc: Bechtel Hanford Project -

Client Sample ID: BOJCS9 Login Number: L8229
Date Collected: 28-0CT-96 Date Received: 30-0CT-96
Matrix: Water :

Uranium KPA 43099 5.72 0.30 0.69 ug/L 19-NOV-96 L8229-4

Page 1 ’ 000029
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LOCKHEED ANALYTICAL SERVICES

RADIOCHEMISTRY DATA REPORT

Account Name: Bechtel Hanford, In¢. * Richland, WA
Project Name: BECHTEL-HANFORD

Project Desc: Bechtel Hanford Project

Client Sample ID: BOJCS9 Login Number: L8229
Date Collected: 28-0CT-96 Date Received: 30-0CT-96 _
Matrix: Water
Constivient i, TG BN CR T RIS RRRBET T TR GORCES ar indta: T Anatyied ek
H3 LAL~0056 43158 0 110 210 pCisl  —  O7-KOv-96 18229-2
Page 2 ’
006047
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LOCKHEED ANALYTICAL SERVICES

RADIOCHEMISTRY DATA REPORT
Ac¢count Name: Bechtel Hanford, Inc. * Richland, WA

Project Name: BECHTEL-HANFORD

Project Desc: Bechtel Hanford Project

Client Sample ID: BOJCS9
Date Collected: 28-0CT-9¢6
Matrix: Water

Login Numbexr:
Date Received:

L8229
30-0CT-96

Cibitfguant

Mo

Bagch!

COABEIVIEY. T Ereowe T TNONS UL Gl e UATRE T T AR i LD

Te-99 LAL-0169

43151 2.4 4.1

7.1

pCi/L

19-NOV-96 LB229-5

o wal

Page 3
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LOCKHEED ANALYTICAL SERVICES '

RADICCHEMISTRY DATA REPORT

Account Name: Bechtel Hanford, Inc. * Richland, WA
Project Name: BECHTEL-HANFORD

Project Desc: Bechtel Hanford Project

Client Sample ID: BOJCS9 Login Number: 18229
Date Collected: 28-0CT-96 Date Raceived: 30-0CT-96
Matrix: Water .

N

sr-89,90 LAL-0085 43582 -0.02 0.32 0.57 pCi/L 19-HOV-96 L8229-9

Page 4
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